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We evaluated the usefulness of a new shock-wave lithotripsy machine with a dual focus system (large
focus : 9×50 mm, standard focus : 6×28 mm), “Modulith SLX-F2” on 361 patients. In the first period,
210 patients, were treated with the large focus, and in the second period, 151 patients were treated with the
standard focus. Complications, efficacy and subsequent auxiliary procedures were compared between the
first and second periods. The efficacy was evaluated with efficiency quotient (EQ). Administered total
energy was displayed with stortz medical lithotripsy index (SMLI). After treatment, we performed
ultrasonography to evaluate renal hematoma in all cases. Average size of renal stones and ureteral stones
was 14.25 and 11.0 mm, respectivery, in the first period, and 13.80 and 8.97 mm, respectivery, in the second
period. EQ of renal and ureteral stones was 0.565 and 0.626, respectivery, in the first stage, and 0.553 and
0.798, respectivery, in the second period. The total EQ was 0.646. This value was good and particularly
the result obtained on ureteral stones in the second period was thought to be excellent compared with other
reports. In this series, 6 renal hematomas were confirmed. A statistically significant risk factor was SMLI,
but the severity of hematoma was not correlated with SMLI. In hematoma patients, 2 patients had no
notable risk factor, but they were thin or were small. Dual focus has a potential to improve ESWL results on
ureteral stones. Excessive SMLI may be a risk factor of renal hematoma in thin or small patients.
(Hinyokika Kiyo 56 : 81-86, 2010)


















る．Modulith SLX-F2 はこの問題に対応すべく 2つの
焦点領域を使い分けることにより，破砕効率の向上を
目指した結石破砕装置であり，standard focus は従来
の Modulith SLX の焦点領域を継承し，それに加えて




対 象 と 方 法
大口東総合病院にて2005年 5月より2006年10月末ま





学的検定は Mann-Whitney’s U test にて行った．
Modulith SLX-F2 では焦点領域での投与エネルギー
量（衝撃波の最大圧力点のあるXY平面での中心より
直径 12 mm の円に加わるエネルギー量）が Storz
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medical lithotripsy index（以下 SMLI) として積算表示
され，治療内容では投与衝撃波数，治療強度に加え，
SMLI も検討項目とした．焦点領域は従来の Modulith
SLX と同じ 6×28 mm の焦点領域（以下，standard
focus : SF) と 9× 50 mm の焦点領域（以下，large




第 1期 : 2005年 5月から2006年 4月まで LF を主に
使用．治療効果が不十分と判断した場合に SF に途中
で変更を行った．












上限の SMLI を腎結石では 350 SMLI，尿管結石では
500 SMLI 程度としたが，腎血腫が発生するごとに上
限を減量した．最終的には腎結石の基本的な SMLI 上


















また，ESWL 回数，完全排石率 (％ stone-free），有
効率に加え，Denstedt らの報告7)で提唱された結石治
療の評価基準である EQ (efficiency quotient＝％ stone-
free/(100％＋％ retreatment＋％ auxiliary procedures))
にての検討も行った．％ stone-free は ESWL 単独での
治療 3カ月後での完全排石率を用いた．％ retreatment
は ESWL の再施行率で，％ auxiliary procedures は









第 1・2期の患者背景を Table 1 に示す．第 1期は
210結石263件，第 2期は151結石178件の ESWL が対
Table 2. Details of treatment
Renal stone Ureteral stone
1st 2nd 1st 2nd
No of shock wave 3,755.9±813.3 3,714.1±684.1 5,408.4±1,443.4 5,228.1±1,343.4
Maximum treatment level (level 1-9)* 4.41±0.73 3.45±0.40 5.31±1.05 4.26±1.01
SMLI* 220.5±67.5 162.6±32.3 416.2±173.8 292.4±122.6
Rate of the choice of large focus 85.4％ 35.7％ 57.2％ 21.4％
Rate of the choice of standard focus 14.6％ 64.3％ 42.8％ 78.6％
Hz 1.62±0.22 1.50±0.0 1.86±0.28 1.56±0.17
* Statistically recognized significant difference between 1st and 2nd period. P＜0.03.
Table 1. Background of patients
1st period 2nd period
No of stones/ESWL 210/263 151/178
Age 50.8±14.7 50.8±15.0
Male : Female 2.1 : 1 2.9 : 1
Stone Position No of stones (average size)
R2 62 (13.3±5.3 mm) 40 (12.3±4.4 mm)
R3 28 (12.3±7.3 mm) 15 (15.8±9.8 mm)
U1 74 (10.7±6.3 mm) 61 ( 9.4±3.8 mm)
U2 11 (10.8±6.8 mm) 14 ( 8.3±3.7 mm)
U3 35 (10.7±6.2 mm) 21 ( 8.2±1.7 mm)
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象となった．背景には統計学的有意差は認めなかっ
た．








石では第 1期で LF が57.2％，第 2期で21.4％に使用
されていた．







効率の向上と auxiliary prosedure の減少が見られた．
両期の成績を EQ により比較すると，第 1期の腎結
石では EQ＝0.565，尿管結石では EQ＝0.626，合計
では EQ＝0.603 であった．第 2 期では腎結石の
EQ＝0.553，尿管結石の EQ＝0.798，合計では EQ＝
0.724 であった．第 1・2期の合計では EQ＝0.646 で
あった．腎結石では両期間での EQ の差は見られな
Table 3a. Treatment results of urinary calculus











1st stage R2 46 65.2 78.3 10.9 8.7 1.37 0.545
R3 24 75.0 79.2 16.7 8.3 1.33 0.600
U1 69 73.9 75.4 18.8 17.4 1.26 0.543
U2 11 90.9 90.9 9.1 9.1 1.09 0.769
U3 34 91.2 91.2 14.7 2.9 1.15 0.776
Total 184 76.1 15.2 10.9 1.27 0.603
2nd stage R2 21 57.1 90.5 4.8 0 1.24 0.550
R3 12 75.0 83.3 25.0 8.3 1.58 0.560
U1 49 87.8 89.8 12.2 6.1 1.22 0.742
U2 13 92.3 92.3 0 0 1.00 0.923
U3 17 94.1 100 5.9 0 1.00 0.889
Total 112 82.1 9.82 3.57 1.21 0.724
Total 296 78.4 13.2 8.1 1.24 0.646
* EQ＝％ stone-free/(100＋％ re-treatment＋％ auxiliary procedures).
Table 3b. Treatment result of urinary calculus
Stage Stone size (mm) No of stone Stone-free rate (％) Re-treatment rate (％) Auxiliary proceduresrate (％) EQ
*
1st stage Kidney 4＜, ≦10 35 82.9 2.9 2.9 0.784
10＜, ≦20 25 56.0 36.0 8.0 0.389
20＜, ≦30 10 60.0 60.0 10.0 0.353
Ureter ≦4 5 100.0 20.0 0.0 0.833
4＜, ≦10 73 87.7 15.1 8.2 0.711
10＜, ≦20 31 71.0 19.4 16.1 0.524
20＜, ≦30 5 20.0 60.0 60.0 0.091
2nd stage Kidney 4＜, ≦10 9 55.6 0 0 0.556
10＜, ≦20 19 68.4 10.5 0 0.619
20＜, ≦30 3 66.7 33.3 0 0.500
30＜ 2 50.0 50.0 50.0 0.250
Ureter ≦4 2 100.0 0.0 0.0 1.00
4＜, ≦10 61 88.5 4.9 3.3 0.818
10＜, ≦20 13 92.3 7.7 7.7 0.800
20＜, ≦30 3 100.0 66.7 0 0.600













腎結石のサイズ別の評価では結石が 4∼10 mm では
第 1期の成績が良好であったが，10 mm を越える結
石では第 2期の成績が良好であり，評価が分かれた．
合併症としては，腎血腫が 6例発生し，いずれも第
1期に見られた．血腫症例の詳細を Table 4 に示す．
年齢は36∼56歳（平均49.8歳），結石部位では R2 : 4
例，R3 : 2例，右 3例，左 3例であった．治療前後で




0.8∼5.6 g/dl であるが，うち 2例では平均値以下で
あった．非血腫症例の標準偏差の 2SD より外れる血
腫は 2症例あり，Hb の低下はそれぞれ 3.3，5.6 g/dl























SMLI の間には相関は認められなかった (Fig. 2）．
考 察
○1 投与エネルギーの設定，○2 血腫のリスクファク








は LF を主使用焦点とし，当初の投与 SMLI は欧米に
準じて投与設計を行った．腎血腫が生じるごとに投与
SMLI を減量し，最終的に腎結石では 200 SMLI を上
限と設定した．この設定にて治療を行った第 2期では
泌56,02,02-1
Fig. 1. Relation between result of treatment and
amount of administering energy to ureter
stones.
Table 4. Details of patients with renal hematoma
Case Sex Age Complication/Risk factor Total SMLI BMI Symptom Period ofhospitalization (days)
Decrease of Hb
level* (g/dl)
1 F 36 Aspirin usage 326.7 23.6 ＋ 6 1.3
2 F 56 None 283.2 19.1 ± 2 0.8
3 M 56 Hypertension 239.8 28.1 − 1 0.8
4 F 55 Hypertension, renal atrophy, post-pyelo-nephritis 257.6 21.4 ± 3 1.4
5 F 47 None 209.3 17.8 ＋＋＋ 14 5.6
6 M 49 Hypertension 187.4 26.2 ＋ 5 3.3
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血腫の発生は見らなかった．治療成績は SMLI を減量
しても悪化はしておらず，LF と SF での違いに関し
ては言及は出来ないものの，両者の併用においては腎









































の報告9)でも ex vivo の実験ではあるが，LF と SF で
は血腫発生に有意差を認めていない．また，血腫症例










に比し，HM3 の EQ は Teichman らの集計11)では
0.64∼0.67と第三世代と同等以上に良好であった．こ
の報告では in vitro での破砕成績の多機種間比較を
行っており，HM-3，Modulith SLX，Lithostar C の成
績が良好であるとしており，また臨床報告の集計でも
同様の傾向が示された．本検討での EQ＝0.646 は良
好な成績であるが，HM3 (EQ＝ 0. 64∼ 0. 67) や


















Hypertension (past illness) 0.742
Hypertension (during operation) 0.607
Hypertension (total) 0.406
* Statistically recognized significant difference.
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Fig. 2. Each curve shows theoretical relations of
shock wave level and number of shots.
Each black spot shows the SMLI and the
number of shots in patients with renal
hematoma. The size of spots express the
degree of bleeding.
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